Warming up to 8K
Warming up to 8K there is no need to return the mixture to the dumps. Stop circulation by closing valve 12 (or the QSB). Also, check that the following valves are open as they should be under normal operations, the circulation valve on top of the DR, valves 3, 5, 7 and the valves on both dumps.  Open valve 2 to equalize the still and condenser pressures. Carefully apply heat to the extra heater on the mixing chamber (6 to 10 Volts) and watch the temperature increase, adjust the voltage as needed. Under these conditions a small amount of the mixture returns to the dumps. To cool down again turn off the heat, close valve 2, start circulation by opening valve 12 slowly and watch the pressure on G4, keep it below 500mbar.

